Order Meds rounding errors – AHLTA 3.3 – Patient Safety Alert
· AHLTA 3.3.3.2 is rounding weights in the A/P module. 

· Providers could use this incorrect value to prescribe medication dosages…mostly for children
· Be aware that entering patient’s weight containing a decimal point remains correct in the encounter screen. 
· When the A/P module, Medication tab is selected, the weight round up or down and shows an un-editable data entry.

Example: 

· An entry of 6.6 kg is correct in the encounter screen but when the A/P, Med tab is selected the weight rounds up to 7kg.  

· Rounding down errors also occur with weights (containing decimals) < .49

This issue has been sent to developers for immediate attention. As of January 2010, this problem has not been fixed.
